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Abstract:  Traditionally oral appliances i.e. removable orthodontic appliances, bite splints and snoring / sleep apnea   
appliances are made with alginate impressions and wax registrations. Our aim was to describe the process of   
manufacturing customized oral appliances with a new technique i.e. rapid tooling method. The appliance should ideally be 
custom made to match the teeth. An orthodontic patient, scheduled for conventional orthodontic treatment, served as a 
study subject. After a precise clinical and radiographic examination, the approach was to digitize the patient’s dental 
arches and then to correct them virtually by computer. Additive manufacturing was then used to fabricate a mould for a 
soft customized appliance. The mould was manufactured using stereolithography from Somos ProtoGen O-XT 18420  
material. Casting material for the mould to obtain the final appliance was silicone. As a result we managed to create a  
customized soft orthodontic appliance. Also, the accuracy of the method was found to be adequate. Two versions of the 
described device were manufactured: one with small and one with moderate orthodontic force. The study person also gave 
information on the subjective patient adaptation aspects of the oral appliance.  
Keywords: Additive manufacturing, computer-aided design (CAD), computer-aided manufacturing (CAM), rapid prototyping, 
oral appliance, orthodontics. 
INTRODUCTION 
Traditionally the protocol to fabricate oral appliances i.e. 
removable orthodontic appliances, bite splints and snoring / 
sleep apnea appliances, includes alginate impressions and 
wax registrations taken by the dentist and the appliance 
made by the dental technician. Three-dimensional computer-
aided design (3D-CAD) creates new possibilities in this field 
allowing greater use of industrially manufactured appliances 
while respecting the biological tissue reaction in the dental 
tissues [1]. Computer-aided graphical 3D-reconstruction has 
been used to trace the prenatal development of the human 
temporomandibular joint [2]. The first and still best known 
CAD / Computer Aided Manufacturing (CAM) technology 
in odontology was Cerec (Siemens, Germany) to manufac-
ture ceramic inlays [3]. Clear orthodontic aligners provide a 
way to move the teeth with an aesthetic removable appliance 
in patients with only minor orthodontic problems or the 
aligner can also be used as a finishing or retention appliance.  
Lin [4] introduced a method where a clear and hard tooth 
aligner is first manufactured by digitizing teeth, and then 
straightening them virtually by computer, and further   
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additive manufacturing of a corrected pattern for a vacuum-
heat process. Lee et al. [5] used a combination of computed 
tomography and rapid prototyping to manufacture a physical 
copy of unusual tooth root anatomy. Lauren et al. [6] used a 
computer-assisted method for design and fabrication of hard 
occlusal splints. They scanned teeth from stone casts and 
virtually adjusted them. Splints were manufactured by mill-
ing. Joffe [7] used 60 commercially available hard clear ap-
pliances, which were made by the following method: digital-
izing tooth, virtual straightening, additive manufacturing a 
mould, pressure forming and finishing. Keski-Nisula et al. 
[8] investigated a soft eruption guidance appliance for chil-
dren and found it as an effective method to restore normal 
occlusion and eliminate the need for further orthodontic 
treatment. 
Kohorst  et al. [9] measured the accuracy of different 
CAM systems and the best mean value was 58 m and the 
worst ones 183 and 206 m. Germani et al. [10] investigated 
the accuracy of a scanning plaster model and additive manu-
factured plaster replica. They tested four different digitizing 
systems and eight different combinations of additive manu-
facturing technology with various materials. Metzger et al. 
[11] combined computerized tomography imaging and opti-
cal plaster model scanning to obtain a virtual model with 
accurate teeth and jaws for occlusal control. They also un-
dertook virtual repositioning of the jaws and then printed 
physical models of the splint with a 3D printer. 86    The Open Dentistry Journal, 2012, Volume 6  Salmi et al. 
The aim of the present study was to generate a custom-
made oral appliance with a new technique i.e. a rapid tooling 
method. It is a process using additive manufacturing to di-
rectly fabricate a mould quickly and economically. A patient, 
planning to start conventional orthodontic treatment, was 
asked to give information regarding their adaptation, conven-
ience and tolerance to the oral appliance made by this tech-
nique. After a precise clinical and radiographic examination, 
the approach was used to digitize the patient’s dental arches 
and then to correct them virtually by computer to develop a 
custom made removable oral appliance. Silicone was used as 
the casting material for the mould. Two versions of the de-
vice were manufactured: one with small and another with 
moderate correcting force.  
MATERIALS AND METHODS 
Several methods to create an unfixed, customized and 
soft oral appliance were investigated and used. Our approach 
was to use 3D digitizing to create a 3D model for virtual 
orthodontic correction. The established requirements for the 
used study design are presented in Table 1. 
Using ideal virtual teeth positioning a mould for silicon 
casting was designed and additive manufacturing was used 
to create it. The mould was then used to cast the appliance 
from silicone. A flow chart of the process is demonstrated in 
Fig. (1). 
EXPERIMENTAL PATIENT FOR APPLIANCE   
TESTING 
The study patient, who was asked to test the convenience 
of the appliance use, was a 46-year-old healthy female, with 
no medication or allergies. The patient had no previous or-
thodontic treatment. The dental and periodontal tissues were 
healthy, as assessed by careful clinical and radiological ex-
amination. Due to temporary pain in the temporomandibular 
joints and bruxism, the patient used a bite splint nightly. In 
the orthodontic examination, the convexity of the profile was 
normal, mesiodistal molar relationship was ideal (Angle 
class I) on the right and cusp-cusp on the left side, horizontal 
overjet was 4 mm and vertical overbite 1/3 of the crown 
height. Upper and lower right first premolars had been ex-
tracted earlier. There was minor crowding of the upper ca-
nine area. The canines were palatally inclined, on both right 
and left sides as well as on the lower incisor area, which 
were labially inclined (Fig. 2). According to the clinical and 
radiological examination, the patient was suitable for the 
experimental use of the appliances. Each appliance was 
tested for two minutes.  
Digitization of Teeth 
The teeth digitizing can be either direct or indirect. The 
direct method comprises imaging or scanning of the dental 
arches straight from the patient's mouth and generating the 
3D model from these data. In the indirect method a plaster 
model is first made from the teeth and then digitized by us-
ing a scanner or other imaging techniques. 
At imaging the slice thickness should be as small as pos-
sible and the patient should not move during the imaging. 
Additional artefacts can cause errors. These error sources can 
ruin the 3D model and therefore, a direct method with imag-
ing is not suitable for all patients. Imaging allows for includ-
ing the roots of the teeth into the 3D model and segmenting 
the teeth one by one, assuming that sufficient accuracy ex-
ists. 
Table 1. Requirements for Method 
Requirements for the used  
Approach 
Requirements for Virtual  
Correction 
•  Sufficient accuracy  •  Segmentation of teeth  
•  Correct geometry  •  Moving and positioning teeth 
•  Good occlusion  •  Controlling occlusion 
•  Easy and fast enough  •  Modeling mould 
•  Cost efficient   
 
Fig. (1). Process for planning and manufacturing of customized 
orthodontic appliances. The dashed line defines the digital steps of 
the process. 
 
Fig. (2). The plaster model. Rapid Tooling of Oral Appliances  The Open Dentistry Journal, 2012, Volume 6    87 
The teeth were digitized by first taking a plaster model 
from the patient’s teeth and used the GOM ATOS 3D scan-
ner (GOM GmbH, Germany) to obtain a virtual 3D model 
from the plaster model. It is important to use software that is 
able to fix small holes and errors in the obtained scanned 
image, because these can cause interference with the Boo-
lean operations in the 3D design of mould. We separated 
teeth from each other by using the basic cutting tools in the 
Viscam RP 4.0 software (Marcam Engineering GmbH, Ger-
many). 
Virtual Alignment 
The digital data of the separated teeth were imported into 
Pro Engineer Wildfire 4.0 software (Parametric Technology 
Corp, USA). Each corrected tooth was a separate data set 
and these were combined in an assembly mode. The software 
allowed the teeth to be movedto get an optimal dental arch 
form. Fig. (3) demonstrates removing and repositioning of 
the teeth. The red colour represents an oblique position, the 
yellow the intermediate, and the green the final ideal posi-
tion.  
3D Design of the Mould 
Viscam RP 4.0 software was used for the mould design. 
A previous 3D model of an orthodontic appliance with no 
geometry data of the teeth was used as a starting point. This 
formed the geometry for the outer shape of the appliance. 
The inner geometry to the appliance was achieved by using 
Boolean cutting operation with aligned upper and lower teeth 
and this produced the final geometry for the appliance. The 
3D model of the orthodontic appliance is shown in Fig. (4). 
As a slab for the mould a rectangular prism was used. The 
mould´s actual final form was obtained by a Boolean cutting 
operation and using the shape of the appliance. 
Guide pins were placed to align parts of the mould to 
each other and a channel was constructed for squeezing sili-
con into the mould, but these were not used during the actual 
manufacturing phase. The modelling could also have been 
done by making a parametric model which allows an ad-
justment of the mould geometry according to the imported 
corrected 3D model.  
In the second version the teeth were adjusted more to get 
more force applied to them from the appliance. Over correc-
tion was 1 - 3 mm and this seemed to produce too much 
force. The current lower dental arch with corrections is pre-
sented in Fig. (5).  
Also, the two-piece mould was changed to a four-piece 
mould because of difficulties in removing the appliance from 
the mould due to undercuts. With the four-piece mould   
(Fig. 6) removing the appliance from the mould was rela-
tively easy.  
 
Fig. (3). Digital moving and repositioning of teeth in green, the 
moderate correction in yellow and the high force correction in red. 
 
Fig. (4). 3D-model of orthodontic appliance. 
 
Fig. (5). Current lower jaw with teeth in green, the moderate cor-
rection in yellow and the high force correction in red. 
 
Fig. (6). Four-piece mould for the appliance.  88    The Open Dentistry Journal, 2012, Volume 6  Salmi et al. 
Manufacturing 
The mould was manufactured by using stereolithography, 
which is an additive manufacturing technology, where parts 
are built layer by layer by curing photopolymer with ultra-
violet laser. The laser beam traces a part cross-section pat-
tern on the surface of the liquid resin on each layer and be-
tween layers the building platform descends by a single layer 
thickness. A schematic figure of the stereolithography proc-
ess is shown in Fig. (7). Used machine was SLA 350 (3D 
Systems, USA). For the material Somos ProtoGen O-XT 
18420 (DSM Functional Materials, USA) was chosen be-
cause it has a very low material shrinkage and it can stand 
the temperatures needed in the casting phase. The layer 
thickness used was 0.05 mm. After manufacturing the mould 
was placed in a post-cure apparatus for 60 minutes. Silicone 
was used as casting material. 
Inspection 
After manufacturing we used GOM ATOS II 3D scanner 
(GOM mbH, Germany) to capture virtual 3D model from 
manufactured appliance. Before measuring the silicone was 
sprayed with mixture of titanium oxide and alcohol to gain 
better response for optical scanner. Comparison was per-
formed using GOM Inspect V7 SR2 (GOM mbH, Germany).  
RESULTS 
Fig. (8) depicts the appliance between plaster models and 
a finished appliance. Both manufactured customized soft oral 
appliances were tested in the patient’s mouth repeatedly for 
two minutes each to get some subjective feedback of various 
aspects regarding its use (ease, comfort and convenience). 
The device with moderate force was subjectively more effi-
cient but also caused a slightly unpleasant sensation. The 
small force version did not create that much force sensation 
but was more comfortable to use. Furthermore, an exact fit 
and a user-friendly surface quality were other attributes for 
both versions reported by the patient. The true movement of 
teeth was not investigated since this effect was not the focus 
of the present study. 
The accuracy of the system is visualized in Fig. (9). 
Maximum dimensional errors of approximately 1 mm were 
found at thin walls and sharp corners when comparing the 
physical model to the 3D design. 
DISCUSSION 
Custom-made brackets for orthodontic purposes are an 
ideal target for additive manufacturing techniques. In the 
present study scanned data of the patient’s teeth were used to 
virtually design a mould for silicon casting. Furthermore, 
additive manufacturing was used to create the physical 
mould. The final appliance was made of silicone by a casting 
method using this mould. 
While performing the digitization phase, the jaws must 
be in the same position as they would be when using the ap-
pliance. This is to prevent possible unwanted pain in the 
temporomandibular joint or the bite muscles or changes in 
the occlusion. It also makes the 3D modeling easier because 
the modeler does not have to reset the jaws or to consider 
any forces due to biting. An alternative option is to combine 
three scans: upper and lower jaw as well as occlusion. These 
appliances have a limited ability to align teeth due to their 
inability to create tooth rotations, intrusion or root move-
ment. The appliance might also be useful in finishing ortho-
dontic treatment after fixed appliances. At present only a 
sparse literature regarding this issue exists. Thus, the com-
plex force delivery properties of the appliance system have 
to be systematically investigated and studied until commer-
cial use can be considered. 
The advantage of these removable oral appliances made 
by the rapid tooling method compared to conventional appli-
ance production protocol might be a faster production tech-
nique, as well as more inexpensive and more precise oral 
appliances. The geometric dimensions of the custom-made 
 
Fig. (7). A schematic drawing of the stereolithography.  
   
Fig. (8). Appliance between plaster models and the finished ortho-
dontic appliance. 
 
Fig. (9). Accuracy of appliance compared with the designed 3D 
model. Scale: red + 1.0 mm to blue -1.0mm. Rapid Tooling of Oral Appliances  The Open Dentistry Journal, 2012, Volume 6    89 
appliance were found to be accurate compared to the 3D 
model. In soft appliances, though, the accuracy of the geo-
metric dimensions is not that crucial since the material is 
pliable compared to hard appliances. The need for cheaper 
oral appliances is greater among snorers or in patients with 
sleep apnea. 
One method for manufacturing is to use a soft slab that is 
for example thermally formed over rapid manufactured 
straightened teeth. However, tipping movements are predict-
able with thermoplastic appliances and it is much more diffi-
cult to establish a comparable amount of root control [12]. 
Also the thickness of the appliance as well as the material 
used for the appliance may have a significant influence on 
the amount and type of the orthodontic tooth movement [13-
15].  
The aim of the present study was to describe the 
multidisciplinary process that is needed to additive manufac-
ture a custom-made soft orthodontic appliance. Evidence of 
clinical applicability of this created appliance is needed be-
fore further commercial production. However, production of 
a physical prototype usually leads to further developing 
phases of the product before any clinical experience can be 
obtained. 
Selection of the patients to the orthodontic treatment de-
mands accurate diagnosis, and the number of suitable pa-
tients might be fewer due to a multitude of orthodontic prob-
lems in many patients, i.e. skeletal problems, hypodontia, 
etc. In the future, during the use of the oral appliance manu-
factured by rapid tooling method for either orthodontic, sleep 
apnea, temporomandibular joint or bruxism problems, a 
careful follow-up of the effects of the appliance as well as 
the changes in the occlusion should be investigated in a con-
trolled manner.  
CONCLUSIONS 
The customized soft orthodontic appliance made from 
silicone could be manufactured by making a mould with 
stereolithography from Somos ProtoGen O-XT 18420 mate-
rial. The appliance with moderate force was more efficient 
but caused a slightly unpleasant sensation. The small force 
version did not create that much force but was more com-
fortable to use. Both appliances were well tolerated and con-
venient to use. 
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